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Abstract
Ellipsometry is particularly attractive for its suitability for
in-situ measurements and remarkable sensitivity to minute
inter-facial effects, such as the formation of sub-mono-
layer of atoms or magneto-optical (MO) effect. MO meth-
ods have been established as a common technique for
studying thin film and surface magnetism.
Ellipsometric setups with a photo-elastic modulator are fa-
vored for its high signal to noise ratio.
One of the objectives of this work was to calculate the posi-
bility of magneto-optical Kerr effect measurements with all
optical devices in one branch of the setup fixed. This would
allow for better noise cancelation in fixed branch.
Common way of obtaining equations for a data analysis is
a direct derivation from Jones or Mueller matrices of the
system for each way of measurement separately. In spite
of their various advantages the general scalar equations of
the setup are not being used.
General equations allow easy calculation of each compo-
nent’s imperfection influence on the results as well as quick
derivation of all ways of measurement possible.
Minor alteration of Jones formalism is proposed here that
takes further advantage of the symmetry and allows for
easier derivation of general analytical equations for the first
and the second harmonic and DC signal.
Novel nulling method for MOKE measurements is calcu-
lated and experimentaly prooved that offers better preci-
sion in desired region of measurment and reduces moving
parts to a single branch of measurement setup. The only
trade-off of the proposed method is slightly more compli-
cated nulling procedure.
Furthermore an automatic calibration of spectral magneto-
optical Kerr effect measurement setup was designed and
applied.
Mathematical Formulation
Each optical device is being assigned Jones 2×2 matrix as
follows
A = P =
[
1 0
0 0
]
C(γ) =
[
1 0
0 e−iγ
]
(0.1)
M(ϕ) =
[
1 0
0 e−iϕ
]
(0.2)
where γ is the retardation angle of the compensator and
ϕ = ϕ0 +ϕA sinωτ is the modulation depth of the photo-
elastic modulator (PEM) with the modulation frequency
ω, amplitude ϕA and DC signal ϕ0. P and A stand for
polarizer and analyzer.
The rotation of the components is described by the rota-
tion matrix
Ra =
[
cos a sin a
− sin a cos a
]
, (0.3)
so that the analyzer rotated at the azimuth angle a
Aa = R−aARa = cos2 a
[
1 tan a
tan a tan2 a
]
. (0.4)
Proposed Simplification
To take the most advantage of the symmetry, both com-
pensator and modulator can be envisioned as a pair of si-
multaneous polarizers, where the second polarizer is shifted
by pi2 in azimuth and introduces the modulation to the sig-
nal.
Mϕm =
[
cos2m cosm sinm
cosm sinm sin2m
]
+ e−iϕ
[
sin2m − cosm sinm
− cosm sinm cos2m
]
= Am + e−iϕAm+pi/2 (0.5)
Having done this, the scalar equation of the system can be
derived using few simple mathematical operations:
PaSPb = (S · Gab)Gab (0.6)
Gab =
[
cos a cos b sin b cos a
sin a cos b sin b sin a
]
(0.7)
ARaGcmR−pP = cos(a − c) · cos(m − p)P (0.8)
Sample Representation
The sample can be represented either using the Fresnel
coefficients or the complex Kerr effects for s-polarized in-
cident beam (χs) and for p-polarized incident beam (χp)
and transverse complex Kerr effect χt :
S =
[
rss rps(MP ,ML)
rsp(MP ,ML) rpp(MT )
]
(0.9)
= rss
[
1 χs
−χpρ′ ρ′
]
(0.10)
where MP,L,T stands for polar, longitudinal and transver-
sal magnetization and where the complex Kerr effects are
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defined as
χs =
rps
rss
= θs + is (0.11)
χp = − rsp
rpp
= θp + ip (0.12)
χt = θt + it = 2δψ csc 2ψ + iδ∆, (0.13)
where θ is Kerr rotation and The transverse effect is de-
fined as a small perturbation of ellipsometric angles ψ and
∆ with following approximations:
exp [i(∆ + δ∆)] ≈ exp[i∆] (1 + iδ∆) (0.14)
tan(ψ + δψ) ≈ tanψ(1 + 2δψ csc 2ψ).(0.15)
With ρ = rpprss = tanψe
−i∆ we can write
ρ′ = ρ (1 + χt) = tanψ [∆< + i∆=] , (0.16)
where
∆< = cos ∆ (1 + θt)− t sin ∆ (0.17)
∆= = t cos ∆ + sin ∆ (1 + θt) (0.18)
MOKE measurements with PMSCA
ellipsometric setup
Non-depolarizing PMSCA setupcan be fully described by
sequence of Jones matrices
Eout = ARaR−cCγRcSR−mMϕRmR−pPEin. (0.19)
Using 0.6 the above equation becomes
Eout = ARa(Ac + e−iγAc ′)S(Am + e−iϕAm′)R−pPEin
= ARa[(S · Gcm)Gcm + (S · Gc ′m)Gc ′me−iγ
+(S · Gcm′)Gcm′e−iϕ
+(S · Gc ′m′)Gc ′m′e−iγe−iϕ]R−pPEin
If we now make use of 0.8 and split the equation into
modulated and unmodulated part
Eout =
[
Γ0 + e
−iϕΓ
0
]
Ein
where
Γ0 = (S · Gcm) cos(a − c) cos(p −m)
+ (S · Gc ′m) sin(a − c) cos(p −m)e−iγ
Γ = (S · Gcm′) cos(a − c) sin(p −m)
+ (S · Gc ′m′) sin(a − c) sin(p −m)e−iγ
the intensity of the field can be calculated as
I = E†E = (Γ0 + e−iϕΓ)∗(Γ0 + e−iϕΓ)
= |Γ0|2 + |Γ|2 + 2 cosϕ<{ΓΓ∗0 } (0.20)
+2 sinϕ={ΓΓ∗0 }
= |Γ0|2 + |Γ|2 + 2 cosϕ<{Γ0Γ∗} (0.21)
−2 sinϕ={Γ0Γ∗}
= I0 + cosϕIc + sinϕIs
and using Bessel functions expansion of sinϕ and cosϕ
sinϕ = J0(ϕA) sinϕ0 + 2J1(ϕA) cosϕ0 sinωτ (0.22)
+2J2(ϕA) sinϕ0 cos 2ωτ + ...
cosϕ = J0(ϕA) cosϕ0 − 2J1(ϕA) sinϕ0 sinωτ (0.23)
+2J2(ϕA) cosϕ0 cos 2ωτ + ...
we arrive at the general expressions for the first and the
second harmonic of the PMSCA ellipsometric setup:
Iω = −4J1(ϕA) (cosϕ0={Γ0Γ∗}+ sinϕ0<{Γ0Γ∗}) (0.24)
I2ω = 4J2(ϕA) (cosϕ0<{Γ0Γ∗} − sinϕ0={Γ0Γ∗})(0.25)
For dc signal we can write:
Idc = |Γ0|2 + |Γ|2 + 4J0(ϕA) (0.26)
(cosϕ0<{Γ0Γ∗} − sinϕ0={Γ0Γ∗})
According to equation 0.21 and 0.20:
Is = 2={ΓΓ∗0 } = −2={Γ∗Γ0} (0.27)
Ic = 2<{ΓΓ∗0 } = 2<{Γ∗Γ0} (0.28)
I0 = |Γ0|2 + |Γ|2 (0.29)
To obtain equations for the first and the second harmonic
signal intensity it is sufficient to calculate ΓΓ∗0. For short
and for better readability I’m going to use ca, sa, ta instead
of cos a, sin a, tan a where convenient.
ΓΓ∗0
1
2 |rss |2s2(p−m)
= (1−Ω0)
(
θsc2m − 12s2m + is
)
−Ω0t2ψ
(
θpc2m − 12s2m + ip
)
+(Ω1 − iΩ2)tψ
(
1
2s2m(X1 + iX2) + c
2
m(∆< + i∆=)
)
+(Ω1 + iΩ2)tψ
(
1
2s2m(X1 + iX2)− s2m(∆< − i∆=)
)
where
Ω0 =s
2
a−cc
2
c + c
2
a−cs
2
c +
1
2
s2(a−c)s2ccγ
2Ω1 =c2(a−c)s2c + c2cs2(a−c)cγ
2Ω2 =s2(a−c)sγ
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and
X1 = ∆<(θp + θs) + ∆=(s − p)
X2 = ∆=(θp + θs)− ∆<(s − p).
According to 0.27 and 0.28
Is
|rss |2s2(p−m) = tψ(Ω1∆= −Ω2∆<) (0.30)
−Ω0(s + t2ψp) + s
+s2mΩ1tψX2
Ic
|rss |2s2(p−m) = [tψ(Ω1∆< + Ω2∆=) (0.31)
−Ω0(θs + t2ψθp) + θs ]c2m
+s2mΩ1tψX1 + s2m[Ω0c
−2
ψ − 1]
If we substitute into equation 0.29:
I0
1
2 |rss |2
= Ω0t
2
ψ + (Ω1X1 + Ω2X2)tψ + 1−Ω0
Obtaining the first and the second
harmonic zero
Without magnetic field (∆< = cos ∆, ∆= = sin ∆ ) we get
for the zero of the first harmonic (Iω ≈ Is = 0)
cot ∆ =
Ω1
Ω2
= cot 2(a − c) sin 2c csc γ (0.32)
+ cos 2c cot γ,
and for the second harmonic zero (I2ω ≈ Ic = 0)
tanψ = ±
√
α2 − 1 + Ω−10 − α (0.33)
α = 12 cot 2m . (Ω1 cos ∆ + Ω2 sin ∆)Ω
−1
0 . (0.34)
Here are some measurment configuration as proposed by
[1]:
Fixed compensator
Plugging c = ±pi/4 and γ = pi2 into 0.32 we obtain
cot ∆ = (∓)c cot
(
2a(±)c pi
2
)
.
Furthermore, using equality
cot−1(a − b) = cot−1 a + cot−1[(a2 − ab + 1)/b]
and noting that cos(γ − pi2 )  sin γ, as γ → pi2 we can
write
∆ = (±)∆(∓)c
(
2a(±)c pi
2
)
± [cos2(2a) δcδγ] ,
where (±)∆ corresponds to periodicity of cotangent.
Imprecision in calculation of ∆ can be approximated as
δ∆ = δa + δc + cos
2(2a)δcδγ ,
where δc = pi2 − 2c and δγ = pi2 − γ. δγ contains imper-
fections of the quarter-wave plate and varies with wave-
length as γ = 2piλ |ne − n0|d . For example, effect of using
650nm laser with a first order quarter wave plate made for
632.8nm laser (δγ = 0.04) is still negligible. Imprecision
in calculation of ∆ angle is therefore double the sum of
the smallest adjustable azimuth step of compensator and
of analyzer. In basic optical devices this step is in the order
of 0.01, commercial ellipsometres go to precisions around
1 mrad for azimuth angles.
Note that the first harmonic signal is independent of mod-
ulator azimuth and with the modulator azimuth fixed to
±pi4 , the second harmonic is independent of ∆.
General equations 0.30 and 0.31 collapse with this config-
uration to standard pair of equations [2]
Is = tanψ(sin 2a sin ∆± cos 2a cos ∆ sin γ)
Ic = tanψ cos 2m(sin 2a cos ∆∓ cos 2a sin ∆ sin γ) (0.35)
+ 12 sin 2m
[
(1 + tan2 ψ)(cos 2a cos γ) + (1− tan2 ψ)] .
Plugging 0.32 into 0.35 we get
tanψ = (±)∆ 1
tan 2m
(±)ψ 1
sin 2m
(0.36)
=

∆ ψ
+ + ψ = −m + pi/2
+ − ψ = −m
− + ψ = +m
− − ψ = +m − pi/2
where (±)ψ corresponds to two roots of the quadratic
equation.
The second harmonic signal
can be as well nulled by rotating analyzer and direct relation
of analyzer azimuth and ψ can be obtained in the form
tanψ1,2 =
− sin 2a cos ∆± cos 2a(±)1,2
√
D
2 sin2 a ± cos 2a
D = sin2 2a(cos2 ∆∓ 2 + 1)∓ sin 4a cos ∆± 2.
where compensator is fixed at ±pi/4, PEM-polarizer sys-
tem at pi/8 and retardation is assumed pi/2.
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Fixed analyzer
Similar results can be obtained for fixed analyzer and ro-
tating compensator.
a = 0,±pi2 ; Iω = 0 ⇒ tan ∆ = sec 2c
a = ±pi4 ; Iω = 0 ⇒ cot ∆ = ± sec 2c ∓ cos 2c
a = ±pi4 ; I2ω = 0 ⇒
tψ =
(±)ac2ms∆c2c(s22ct22c + 1)
1(∓)a 12s4cs2m
(0.37) −1(±)ψ
√
1− t
2
2m
s2∆
3(∓)a2s4c + 14s24c
c22c(s
2
2ct
2
2c + 1)
2

Fixed modulator-polarizer
For the simplest configuration without compensator and
with polarizer at 45◦ and modulator at 0◦, the above equa-
tions collapse to
Ia=0 = |rss |2(1 + θs cosϕ+ s sinϕ) (0.38)
Ia= pi
2
= |rpp|2(1− θp cosϕ+ p sinϕ) (0.39)
If we have modulator azimuth fixed to ±pi4 and polarizer az-
imuth to 0 we obtain for the first and the second harmonic
zeros
Iω ≈ Is = 0 : tan ∆ = Ω2
Ω1
(0.40)
I2ω ≈ Ic = 0 : cos2 ψ = Ω0, (0.41)
or in another words
cot ∆ = cot 2b sin 2c csc γ + cos 2c cot γ(0.42)
cos2 ψ = sin2b cos2c + cos2b sin2c (0.43)
−1
2
sin 2b sin 2c cos γ,
where b = c − a. The above equations can be envisioned
in ψ∆ plane as a contours of fixed compensator azimuth
and contours of fixed relative angle between compensator
and analyzer.
With an ideal quarter wave plate (γ = pi2 )
cot ∆ = cot 2b sin 2c (0.44)
cos2 ψ = sin2b cos2c + cos2b sin2c. (0.45)
In the set-up with fixed compensator, linear relations be-
tween analyzer and polarizer azimuth and the ellipsometric
angles were obtained. This is not the case with the fixed
polarizer setup. If we plot ψ against ∆, compensator
azimuth corresponds to rotation about the origin at
∆ = pi2 , ψ =
pi
4 and relative angle between analyzer and
compensator corresponds to the distance from the origin.
Variable retardation angle
By fixing modulator at ±pi4 we can make the second har-
monic independent on ∆, and with analyzer fixed at ±pi4
and compensator at ±pi8 we obtain
Iω = 0 : tan ∆ =
√
2 sin γ
1 + cos γ
I2ω = 0 : tanψ =
(
1− 3 cos γ
1 + cos γ
)(±)c (±)a 12
which shows that ellipsometric angles ψ and ∆ can also be
obtained by alternating the retardation angle of compen-
sator using for example Babinet-Soleil compensator.
Magneto-optical Kerr effects
measurement
At the null position for both the first and the second har-
monic signal equations for the first and the second har-
monic reduce to
Is
|rss |2s2(p−m) = tψ(Ω1(c∆t + s∆θt)−Ω2(c∆θt − s∆t))
−Ω0(s + t2ψp) + s + s2mΩ1tψX2
Ic
|rss |2s2(p−m) = [tψ(Ω1(c∆θt − s∆t) + Ω2(c∆t + s∆θt))
−Ω0(θs + t2ψθp) + θs ]c2m + s2mΩ1tψX1.
Thanks to odd parity of sine, the mixed-Kerr-effects coef-
ficients X can be elliminated by zone averaging [3].
Fixed compensator
With compensator fixed at 45◦ and with positive values of
analyzer and averaging over two zones with ± modulator
azimuth the above equations further reduce to
Is
|rss |2 sin 2(p −m) =
1
2
s + t tanψ − 1
2
p tan
2 ψ
Ic
|rss |2 sin 2(p −m) cos 2m =
1
2
θs + θt tanψ − 1
2
θp tan
2 ψ
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Calibration
Theory
Several approaches are possible for system calibration.
Calibration methods using osciloscope, are fast but limited
in precision and very demanding on frequency stability and
therefore couldn’t be used with ICMAB setup. Alternative
approach is based on Bessel functions.
Rotating analyzer
For polarizer fixed at 45◦ , modulator at 0 and rotating
analyzer we get
1√
2
[
1 0
0 0
] [
cos a − sin a
sin a cos a
] [
1 0
0 e−iϕ
] [
1
1
]
.
The intensity on the detector can be calculated as
I =
1
2
(1− sin 2a cosϕ) .
Expanding cosine with 0.23
2I = 1− sin 2a (0.46)
[J0(ϕA) cosϕ0 − 2J1(ϕA) sinϕ0 sinωτ
+2J2(ϕA) cosϕ0 cos 2ωτ ] (0.47)
The relation between ac and dc components can be ob-
tained in the form:
I2ω
I0
=
−2J2(ϕA) sin 2a cosϕ0
1− J0(ϕA) sin 2a cosϕ0 · k
Iω
I0
=
2J1(ϕA) sin 2a sinϕ0
1− J0(ϕA) sin 2a cosϕ0
Setting the PEM retardation angle to the first zero of the
Bessel function of the first kind (ϕA = 2.4048) we can
write
I2ω
I0
= 2k · J2(ϕA) sin 2a cosϕ0.
To check for the linearity of the first harmonic, we can
write
tanϕ0 =
Iω
I2ω
J2(ϕA)
J1(ϕA)
for the residual birefringence of the PEM. Using this
method residual birefringence of PEM used with MOKE
setup at ICMAB was found to be approximately 0.03 rad.
For setup used at ICMAB the k coefficient was found out
to be 0.071deg−1 with 650 nm laser. This result in the
limits of measurement precision corresponds to the theo-
retical value of ratio between absolute (dc) and effective
(ac) voltage (
√
2).
Rotating modulator
The Jones matrix of light incident on detector for analyzer
fixed at 0 is in the form
1√
2
[
1 0
0 0
] [
cosm − sinm
sinm cosm
]
(0.48)[
1 0
0 e−iϕ
] [
cosm sinm
− sinm cosm
] [
1
1
]
The intensity on the detector can be calculated as
I =
1
2
(
1 +
1
2
sin 4m[1 + cosϕ]
)
. (0.49)
For small azimuths of modulator sinm → m and we can
write
2I = 1 + 2m(1 + cosϕ) (0.50)
Using Bessel function expansion of cosine and J(ϕA =
2.4048) = 0, the relation between ac and dc components
can be written as
I2ω
I0
= 4kJ2(ϕA)
m
1 + 2m
. (0.51)
Proposed fast spectral calibration method
The zero of the first and the second harmonic corresponds
to constant dc signal. This condition can by satisfied by ro-
tating analyzer with any arbitrary voltage applied to PEM.
If we plot the first and second harmonic signal and dc sig-
nal against the voltage applied to PEM at this point, we
obtain three constant functions.
Figure 0.1: Spectral PEM calibration
Then the analyzer is rotated to an arbitrary azimuth (lets
say 10 degrees from constant position) and the dc signal
over the spectrum of voltage applied to PEM is recorded
again. The same measurment is then repeated with
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oposite relative azimuth of analyzer (−10◦) . The intersect
of the three curves is then interpolated.
Retardation angle corresponding to voltage applied to
PEM obtained by this calibration is 2.405 rad because
J1(2.405) = 0.
DC and the second harmonic voltage are then recorded
while rotating analyzer back to zero to obtain the cali-
bration parameter k ′ from the equation 0.51. Parameter
k ′should be constant over the whole spectrum and serves
as a control of the calibration stability.
To speed up the spectral measurement an approximate
empiric formula for visible region was found
UPEM (J1(2.405) = 0) ≈ 3.05× λ[µm] V, (0.52)
for voltage applied to PEM that corresponds to
J1(2.405) = 0. For sufficient precision of interpolation
measurement for each wavelength is carried out in the 0.2
V interval centered at the approximate value as in figure .
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